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Preface

It all started in Japan in 2016 when Tomohiro Takahashi (a.k.a. edy555) created
the open source NanoVNA project on GitHub. In early 2019 Hugen in China completed
the device with significant improvements, changed the name to NanoVNA-H and start
mass producing. Other Chinese manufacturers soon started producing and selling
clones.

And then everyone started talking about NanoVNA. It can measure this and that,
low price etc ... so | decided to order one from China. When it finally arrived, | faced the
problem like everyone else - the lack of any instructions. There is a huge amount of
information about Vector Network Analyzers on the internet, but very little for absolute
beginner. A great help in my search were the links from the Wiki page of the nanovna-
users group. https://groups.io/g/nanovna-users/wiki So | started reading and taking
notes. This guide is created from these notes.

The goal of this guide is to get us familiar with NanoVNA so we could use it to
learn about radio engineering. There are many good instructions for NanoVNA on the
nanovna-users group Wiki page. See the excellent NanoVNA User Guide edited by
Larry Rothman - file NanoVNA-User-Guide-English-reformat-Jan-15-20.pdf. This
Beginer's Guide is not a substitute for already great instructions, but a supplement for
us complete beginners.
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NanoVNA HARDWARE VERSIONS

There are several versions and clones of NanoVNA although they are all based
on the same open source NanoVNA project created by edy555. The original Nano VNA
was not properly cased, but was supplied as a "sandwich board". Even today, you can

buy clones without a case (Fig. 1).

o Different hardware versions of NanoVNA use different firmware.

Figure 1

NanoVNA ——

Very finy handheld Veciar > /,.-"’

e

Hugen’s  improved models, the
NanoVNA-H 2.8” and NanoVNA-H4 4”,
come in a proper plastic case. We call
Hugen's models "classic" models (Fig.
2,3 and 4).

Figure 2
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NanoVNA-H4
4" display

up to 1.5 GHz
"classic model"
by Hugen

(Fig. 4).

Figure 4

NanoVNA-F in an aluminum box
4.3-inch display

manufactured by BH5SHNU

(Fig. 5).
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Figure 6

Figure 7

Figure 8

NanoVNA V2 with push buttons (S-A-A-2)
by OwOComm

V2 Plus V2.3

2.8" display

50 kHz — 3 GHz

(Fig. 6).

NanoVNA V2 with push buttons (S-A-A-2)
by OwOComm

V2 Plus4 V2.4

4" display

metal box

frequency range extended to 4 GHz

(Fig. 7).

NanoVNA V2 SAA-2N with N connectors 4"
display

metal box

50 kHz — 3 GHz

(Fig. 8).



OVERVIEW

Depending on where you purchased it, the NanoVNA comes with calibration set
(3 pcs - open, short, load), two SMA male to male cables, USB C to USB-2 cable, SMA
female-female adapter, guitar pick to operate the menu system and, if you are lucky,
you have got printed NanoVNA Menu Structure Map. Otherwise, you can download this
map from the nanovna-users group files section. Folder " Miscellaneous", file: nanoVNA
Menu Structure v1.1.pdf by Larry Goga.
https://groups.io/g/nanovna-users/files/Miscellaneous

There are several versions of NanoVNA but the main parts on all are the same
(Fig. 9). The screenshots in this document were taken from the classic NanoVNA-H.
You may have another NanoVNA model and / or have different firmware installed, so
the screenshots on your NanoVNA may be slightly different, but in principle there is no
difference.
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Figure 9

Power OFF/ON switch turns the NanoVNA on and off. After switching off the Battery
LED still lights up for a while. It's normal.

USB-C port is used to charge the battery and send data to a PC. It doesn't matter how
the USB cable is inserted.

The multifunction switch has multiple functions, such as selecting and executing
commands and moving markers.

- press the multifuncition switch to open the menu or to execute the selected menu
command




- slide the multifunction switch to the right or left to select a command from the
menu

- slide the multifunction switch to the right or left to move selected marker along
the trace on the screen

Battery LED - constant light is an indication of a charged battery. It flashes when the
battery is charging. During normal operation, flashing indicates low power - connect the
charger to charge the battery.

System LED flashes during normal NanoVNA operation.
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Figure 10

Instead of a multifunction switch, some versions of NanoVNA have three mini
push button switches that perform the same function as the multifunction switch (Fig. 10
— push buttons on NanoVNA S-A-A V2 model). The middle button opens a menu or
executes a selected command from the menu. The left and right buttons are used to
select a command from the menu or to move the selected marker along the trace.

CHARGING THE BATTERY

The first thing to do is charge the battery by connecting the USB-C port of the
NanoVNA to a PC or via a 5V charger. It doesn't matter how the USB cable is inserted
into the USB-C port. Battery LED is an indication of battery charge. The LED flashes
when the battery is charging. A steady light is an indication of a charged battery.

When charging the battery, the NanoVNA can be turned off or on.



TOUCH SCREEN CALIBRATION

We control the NanoVNA by selecting a command from the menu. The menu can
be opened by tapping (pressing with a stylus) the touch screen or with the multifunction
switch. For proper operation, the touch screen should be calibrated and the calibration
should be stored in the NanoVNA memory.

The touch screen is of resistive technology and needs the right amount of stylus
pressure to work properly.

DISPLAY

As the touch screen is not yet calibrated,
press the multifunction switch. This will
open the menu as in Figure 11.

MARKER

STIMULLS

Slide the multifunction switch to the right
several times to highlight the CONFIG

RECALL menu option.

COHFIG

Now, press the multifunction switch to
execute the selected CONFIG
command. This will open the submenu
as in Figure 12.

Figure 11

2. Open the TOUCH CAL command from the new menu.

i LHES

TOUCH CAL

TOUCH TEST
Slide multifunction switch to the left

several times to highlight the TOUCH
CAL menu option. Now, press the
multifunction switch to execute the
selected command.

VERSIOH

Figure 12



3. On the new screen, touch the upper left corner of the screen with the stylus (Fig. 13).

TOUCH UPPER LZFT

Figure 13

4. Now touch the lower right corner of the screen with the stylus (Fig. 14).

TOUCH LOHER RIGHT

Figure 14

5. SAVE screen calibration (Fig. 15).

II CHE ShIE Lk o LHESE

TOUCH CAL
TOUCH TEST

Slide multifunction switch to the right to
highlight the SAVE menu option, and
then press the multifunction switch to
execute the SAVE command.

UERSIOH

Figure 15



After calibration, we can open the menu by tapping the stylus or a guitar pick
anywhere on the NanoVNA screen or by pressing the multifunction switch.

To verify the accuracy of the touch
screen calibration, select CONFIG -
TOUCH TEST. Draw on the screen
with the stylus. The touch screen is of
resistive technology and needs the
right amount of stylus pressure to work
properly. If necessary, repeat the touch
screen calibration.

TOUCH TEST: DRAG PANEL, PRESS BUTTON TO FINISH

Figure 16

A BRIEF THEORY OF THE VNA

Vector Network Analyzer, VNA, is an instrument that measures network
parameters of electrical networks, such as antenna or antenna system, filters, individual
components, etc. The VNA sends a known signal (an electromagnetic wave of known
magnitude and frequency) into a device under test, DUT, and measures how much of
that wave reflects from the device (reflection) and how much transmits through the
device (transmission). The VNA captures both magnitude and phase of reflected wave
from the DUT or magnitude and phase of the wave that has passed through the DUT.

When measuring one port devices, such as an antenna or individual
components, the VNA transmits a signal of known magnitude and frequency from it's
Port 1 into the DUT and measures magnitude and phase of the reflected signal from the
DUT on the same port, VNA Port 1.

When measuring two ports devices, e.g. filters, the VNA transmits a signal of
known magnitude and frequency from it's Port 1 into the DUT and measures the
magnitude and phase of the signal passed through the DUT to the VNA other port, Port
2.

All other "measurements" are calculated in the VNA based on measurements of
the magnitude and phase of the reflected and transient signal.

(That’s a very simplistic explanation but enough to get us started).



HOW DOES NanoVNA DISPLAY MEASUREMENT RESULTS?

The NanoVNA draws the measurement result on the screen as a graph (trace) of
the measured quantity versus frequency and / or on the Smith Chart.

The trace that NanoVNA draws on the screen is similar to the graph that we
could draw by hand on a piece of paper. Take SWR measurement as an example. How
do we do that by hand? With transmitter and SWR meter! We measure the SWR at
regular points, e.g. at every 20 kHz in the frequency range of interest, enter the
measured values into the coordinate system and finally connect all data points to get a
graph. In Figure 17 SWR was measured in the frequency range from 3500 to 3800 kHz,
in regular frequency intervals of 20 kHz.

PN A picture is worth a thousand
2M words! On the drawn graph,
204 x = frequeny 3570 kHz we see the SWR of our
13+ y= SWR1:12 ] antenna on the whole band at
)2 T first glance. For example, if
1k we are interested in SWR at a
| frequency of 3570 kHz, we
Gl | i draw a vertical line from the
)& , 3570 kHz label on the x-axis
Fh o ; to the graph. From this point
st e of intersection, we draw a
I = NN = horizontal line to the y-axis
e f and read the SWR from the y-
11 CErETET ‘ 1 axis.
t _;;I;;.J 3660 _:[pc RVCTA " _‘54'2., Ao .B;u\: EHa
Figure 17

The above procedure took us some
time. NanoVNA can produce a similar
graph (a trace in the VNA jargon) on the
screen in a second (Fig. 18). In the
NanoVNA we set up the frequency
span, choose which trace we want to
see on the screen and connect the
antenna. The rest is NanoVNA's job.

Figure 18



However, there is an important difference between our graph on paper and the
display on the NanoVNA screen. There are no x and y axes on the screen as on the
graph. Instead of the x and y axes, the screen is divided by horizontal and vertical lines,
and there is a marker that we can move along the trace. The marker position on the
trace indicates the frequency and SWR and reveal these values numerically at the top
of the screen (Fig. 18 and 19).

. FCHE SR 1.8 13237

Figure 19

Horizontal and vertical lines are a kind of substitute for the x and y axes. The
vertical lines automatically scale the set frequency span to equal parts as we see at the
bottom of the screen (Figure 20). Horizontal lines scale unit of measurement. We set
the scale of the unit as most appropriate with regard to the type of measurement.

Figure 20

NanoVNA can display up to four traces or three traces plus a Smith Chart
simultaneously. Each trace has its own marker that we can move along the trace. By
moving the marker (changing marker's position) we select the frequency of interest.

The numerical values corresponding to the active marker of each trace are
displayed at the top of the screen (Fig. 13). Depending on the installed firmware, the
active channel is highlighted or marked with a triangle.

Current numerical value is measured value at a marker position M1 i.e. at 3.741
MHz (Fig 21). It is shown as CHANNEL — FORMAT — SCALE - Current value.

t}'{'ﬁ_‘.:'fﬂj'F:_i'._ E'E.l_.f'_if?'iﬂ"."'

|6HANNE[ FORM”' SCALE S
- _ Current value |

Figure 21



CHANNEL - the channel from which the measurement was taken (CHO or CH1)

FORMAT - measurement type (SWR, PHASE, SMITH, RESISTANCE, etc.)

SCALE - number of units of measure per division (between each horizontal line on
the screen)

Current value - measured value at the selected frequency

TRACE STATUS §
GHANNEL = CHO
FORMAT = SWR
SCALE=1 00
VALUE = 1.3707 8

REFERENCE
POSITION

y SWEEP FREQUENCY
START = 3.000 000 MHz
STOP = 4.300 000 MHz

STOP U300 e Tz

Figure 22

As we can see in the example from Figure 22 there are three traces of different
colors with a marker on each trace. The marker M1 is on position of 3.741 MHz. The
yellow trace is measurements from the CHO channel and shows the SWR on a scale of
1.00. The SWR value is 1: 1.3707. The blue trace is resistance (taken from CHO on a
scale of 20 ohms per vertical division and current value of 38.992 ohms), and the green
trace is reactance (taken from CHO on a scale of 20 ohms per verticall division and
current value of 8.6204 ohms).

Trace REFERENCE POSITION indicates the reference position of the
corresponding trace. It is horizontal grid line. The bottom line is line number 0, and the
top line is line number 8. The reference position of the corresponding trace is indicated
by a triangle along the left edge of the screen (Fig 22).
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FREQUENCY SWEEP RANGE

VERY IMPORTANT !!!!

NanoVNA does not generate frequencies continuously but in 101 DISCRETE
FREQUENCY STEPS in the selected frequency range.

Whenever we work with the NanoVNA, we, the users, have to set the frequency
range in which NanoVNA measures. So for example, if we set the frequency range from
3 to 30 MHz, NanoVNA will generate a signal in increments of about 267 kHz (27000
kHz/101 steps). In other words, it measures at every 267 kHz, which is not accurate
enough.

To improve the accuracy of the measurement, we need to narrow the frequency

range and thus get a lot more data points. This is not a serious limitation, especially if
we carefully choose the frequency span in which we measure.

NanoVNA's PORTS
NanoVNA has two ports labeled: CHO (Port 1) and CH1 (Port 2) (Fig. 23).

On CHO NanoVNA measures the reflected signals from the DUT (e.g. antenna).
On CH1 NanoVNA measures the signals that have passed through the DUT (e.qg. filter).
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Figure 23



NanoVNA MENU SYSTEM

There are no buttons and knobs on the NanoVNA. Instead, we use a menu
system to issue the command. If you did not get printed NanoVNA Menu Structure Map
with your device (Fig. 24) you can download this map from the files section of the
nanovna-users group, https://groups.io/g/nanovna-
users/files/Miscellaneous/nanoVNA%20Menu%20Structure%20v1.1.pdf
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Depending on the installed firmware, this menu structure may differ slightly from
the menu on your device.



OPENING AND CLOSING MENU

CHe LOGHMAG 1a. A 1B CHT CHGMHG 18dE -

WG SHITH SUE i o - Y
RH12 27 880

MARHER

STIMULLS

Il recaLL

COHFIG

STORT SEAEA LH= ______________ CTIF SHA HHE

Figure 25

We open the menu by tapping any part
of the screen with with the stylus or
guitar pick or by pressing the
multifunction switch. This will open the
home menu as shown in Figure 25.

Close the menu by tapping on the
screen or by sliding the multifunction
switch to the left.

SELECTING AND EXECUTING A MENU COMMAND

STYLUS

To select and/or execute a command from the menu, tap the command with the
stylus. The command briefly changes the background color and is executed.

MULTIFUNCTION SWITCH

FLHE LOGHAG
CHE SMITH

»
MARKER

& TIRULS

| 2

STHRT SHAAA LH=

Figure 26

To select a command from the open
menu, slide the multifunction switch to
the right. The selected command
changes its background color. As we
can see from Figure 26. the background
color of the DISPLAY command is
green, which means that DISPLAY is the
selected command.

To execute the selected command,
press the multifunction switch.



NanoVNA MEASUREMENT CONFIGURATION

Before each measurement we need to configure NanoVNA for the type of
measurement:

- which traces we want to display (up to four or three plus Smith Chart)

- trace channel (CHO REFLECT or CH1 THROUGH) for each trace separately

- trace format (unit of measurement of each format)

- scale (how many units of measurement per each horizontal line, for each trace
separately)

- reference position for each trace separately

- sweep frequency (stimulus frequency range)

- calibrate the NanoVNA

be done last. As you will see later, the calibration also saves the display settings, so

o The order of the setting is not important except of the calibration. The calibration must
you can easily recall the whole setup.

SELECT THE TRACE

NanoVNA can display up to four traces or three traces plus a Smith Chart
simultaneously. By choosing a trace from the TRACE menu, we select the trace(s) that
NanoVNA will display.

Select DISPLAY | TRACE

CHE LOGHAG 18 ] L E i :
FCHE SMITH 52410 LU R ERE TRACE 6

L

The NanoVNA can display up to four
traces, TRACE 0, TRACE 1, TRACE 2
TRACE 2 and TRACE 3. As we can see from
Figure 27, traces number 0, 1 and 2 are
highlighted, (the background color of the
trace names is highlighted in the same
color as the color of the trace). This
indicates the traces that NanoVNA will
display. The background color of
TRACE 3 is white — it is not used at the
moment.

TRACE 1

TRACE 2

Figure 27
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DESELECT THE TRACE

Deselect (cancel) the unwanted trace from the TRACE submenu.
Open DISPLAY | TRACE and:

WITH STYLUS:
Tap on the highlighted TRACE one or two times.

WITH MULTIFUNCTION SWITCH:
Highlight the TRACE you want to deselect (slide the multifunction switch to that trace),

a) if the trace is not an active trace, press the multifunction switch two times.
b) if the trace is an active trace, press the multifunction switch once.

(The active trace is labeled with a triangle or its channel text is inverted.)

ACTIVE TRACE

We can only change the properties (e.g. format, scale, reference position and
channel) of the active trace. The NanoVNA can display up to four traces, but only one is
the active trace. We can only activate selected, highlighted, traces. Depending on the
installed firmware, the active trace is labeled with a triangle or its channel text is
inverted (Fig. 28).

To activate the trace:

WITH STYLUS:
Tap on the highlighted TRACE once.

WITH MULTIFUNCTION SWITCH:
Slide the multifunction switch to highlight menu option of the trace you want to set active
and press the multifunction switch.

CHB LOGMAG 18

Sild LOGHAG 184dE.

| DCH#

E

| II'-II i —n"ll; e ~

| ' Active trace
 Active trace ‘ inverted
labeled ‘ channel text

\_with atriangle |

Figure 28



TRACE FORMAT

Each trace has its own format. Format is a type of measurement that the trace
will display on the screen, such as SWR, Smith Chart, reactance, resistance, etc. To set
or change the trace format we have to activate the trace (Fig. 28).

DISPLAY | FORMAT opens the FORMAT submenu as in Figure 29 to select the
format you want, e.g. SWR. We can use a stylus or a multifunction switch.

MARKER FORMAT

STIMULLS SCALE

CAL CHAHHEL

RECALL TRAHSFORM

COHFIG g EAHOLIDTH

Figure 29



TRACE CHANNEL

NanoVNA has two ports, labeled as CHO and CH1. On some models the ports
may be labeled as Port 1 and Port 2. We need to select at which NanoVNA port (CHO or
CH1) we measure, for each trace separately.

First, activate the trace (see ACTIVE TRACE chapter). The active trace is labeled
with a triangle or inverted text. Now, open the home menu:

WITH STYLUS - tap anywhere on the screen.
WITH MULTIFUNCTION SWITCH - press the multifunction switch.

FLHE LOGHAG
CHE SMITH 5

L

"HRRER  Open the DISPLAY menu

& TIRULS

WITH STYLUS: tap on DISPLAY.

WITH MULTIFUNCTION SWITCH:

slide the multifunction switch to highlight
CONFIG the DISPLAY menu option and then
- press the switch.

| 2

STHRT SHAAA LH=

Figure 30

CHE LOGHAG 18
CHE SMITH 52i10

FORMAT

Open the CHANNEL submenu

WITH STYLUS: tap on CHANNEL.
CHAHHEL

WITH MULTIFUNCTION SWITCH:
slide the multifunction switch to highlight
eaowinTh - the CHANNEL menu option and then
press the switch.

TRAHSFORM

Figure 31



CHE LOGHAG 18
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Figure 32

CHe
Bt FEFLECT

CH1
THROUGH

Now, select CHO REFLECT or
CH1 THROUGH (Fig. 32)

WITH STYLUS: tap on CHO REFLECT
or CH1 THROUGH.

WITH MULTIFUNCTION SWITCH:
slide the multifunction switch to highlight
the CHO REFLECT or CH1 THROUGH
menu option and then press the switch.



SCALE

The NanoVNA screen is divided into 8 horizontal sections. The SCALE/DIV
defines a number of units of measure per division (between each horizontal line on the
screen). In Figure 22 we see that the SWR is on a scale of 1 and the resistance, R, and
reactance, X, are on a scale of 20. To set the scale per division open the SCALE/DIV
submenu: DISPLAY — SCALE -SCALE/DIV

This opens the keypad screen as in Figure 33. Tap a number to enter the
number(s) you want. Finally tap on x1 to set the scale and close the keypad screen. To
exit the keypad screen without changing anything, delete the entry with the back key.
When all characters are deleted, the back key closes the keypad screen.

1: SA.68684

EZCALE-DIV

REFEREMNCE
FOSITION

ELECTRICAL
DELAY

ECALE 1

Figure 33

REFERENCE POSITION

The reference position of a trace is one of the horizontal lines on the screen.
There are 9 horizontal lines. The bottom line is line number 0, and the top line is line
number 8. The reference position of the corresponding trace is indicated by a triangle
along the left edge of the screen (Fig 22). To set the reference position open the
REFERENCE POSITION submenu: DISPLAY — SCALE —- REFERENCE POSITION

el SCALE-DIU

In the keypad screen (Fig. 34) tap a
Feficon  number for the reference position you
want and then tap on x1 to close the

keypad screen.

ELECTRICAL
DELAY

To exit the keypad screen without
changing anything, delete the entry with
the back key. When all characters are
deleted, the back key closes the keypad
screen.

REFPOZ

Figure 34



STIMULUS FREQUENCY

Stimulus frequency is the frequency range at which we measure, from the initial
to the final frequency. We can set the frequency range by setting the START and the
STOP frequency separately.

To set the START frequency, open STIMULUS | START

This opens a keypad screen similar to
those for a reference position or scale
SPAN (Flg 35)

CENTER

CH FREQ

ETHRT 3

Figure 35

Note the letters G, M and k on stimulus frequency keyboard screen.

G = GHz, M = MHz, k =kHz. This letters multiplies the current input by the appropriate
unit and terminates input immediately. For example, for 3.5 MHz, tap 3 . 5 and then
tap the letter M. This multiplies the current input by Megahertz unit and terminates input.

For frequency in Hertz, enter the value and tap x1.

To set the STOP frequency, open STIMULUS | STOP
The procedure is the same as for the START frequency.

To exit the keypad screen without changing anything, delete the entry with the
back key. When all characters are deleted, the back key closes the keypad screen.



CALIBRATION

The proper NanoVNA calibration is absolutely crucial for correct
measurement.

o For one port measurement, e.g. SWR, we only need OSL (OPEN, SHORT,
LOAD) calibration. The first three steps as described below.

o For two port measurement, e.g. filter, we need full calibration. All five steps as
described below.

Calibrate the NanoVNA with the
calibration standards that came with the
device: OPEN, SHORT and 50 ohm (Fig
36).

~ SMA to SMA
| connector |

Figure 36

| always use a short flexible cable such as the RG174
to relieve the mechanical stress on the SMA
connector on my NanoVNA (Fig 37). This means that
the calibration must be done at the end of that cable,
not on the NanoVNA.

Figure 37

If you use cable as in Figure 37, connect it to the CHO of the NanoVNA. To the
other end of the cable connect the SMA female to female connector.

Before calibration we have to configure: TRACE(s) we want to display, TRACE
FORMAT, SCALE, REFERENCE POSITION, CHANNEL and STIMULUS frequency.

22




When all parameters are set (frequency, trace(s), etc.), open CAL | RESET from
the home menu.

i CALIERATE

—— Reset the current calibration state — tap
CORRECTION on RESET (F|g 38)

Figure 38

. FCHE SWIR| Laes 11365

Connect OPEN calibration standard to
the other end oft the cable connected to
CHO port and tap on CALIBRATE, then
tap on OPEN (Fig. 39).

After one second @]g=\ is highlighted in
black and SHORT is green (selected).

Now, connect SHORT calibration
standard and tap on SHORT (Fig. 40).




. FCHE SWIR| LaeS 126818 CHem=HLITH O

[2i(EH

Figure 41

. FCHE SLIR| LAsS 1ea12

STORT LHAE AAA M= CZT1F 2H AAA

Figure 42

. FCHE SWIR| Laes 11365

Figure 43

When Bigl®ladl is highlighted in black
and NanoVNA is ready for the next
calibration  step, connect LOAD
calibration standard and tap on LOAD
(Fig. 41).

Now, connect LOAD calibration standard
to CH1. If using short pigtail cable on
CH1, connect LOAD calibration
standard to the other end of the cable
and tap on ISOLN (Fig. 42).

Connect a cable between the CHO and
CH1 ports, and execute THRU (Fig. 43)

If you use cables, connect the cables
with SMA female-female adapter.



. FCHE WE| LaaS 1.aa1E

Finish calibration, tap on DONE (Fig.
44).

Figure 44

. FCHE SLIR| LA6S 1.HA55

The calibration must be stored in one of
the NanoVNA memories named SAVE 0
to SAVE 4. Select the desired memory
location and tap it. In Figure 45 selected
location is SAVE 1.

STORT 1 HAE HAA TH-

Figure 45

Notice the calibration status indicators, C1 D R S T X characters, vertically
along the left edge of the screen (Fig 46). This indicates that the NanoVNA
has been calibrated and is using calibration settings from a memory
location number 1.

Figure 46

NanoVNA has five memory locations where we can save calibration settings for
later use. Note that after switching on, NanoVNA always loads the calibration from
memory location 0.

Remember, before any calibration we have to reset the existing calibration. After
the reset we see that the calibration indicators have gone away (Fig. 39). Only then we
can proceed with the calibration.



VERIFY THE CALIBRATION

It is wise to check that the calibration is well done. If you did not select one of the
traces to be Smith Chart already, temporarily change one trace to Smith Chart.

DISPLAY | TRACE | <activate the trace you change > | BACK | FORMAT | SMITH

Connect the OPEN calibration standard.
The marker on the Smith Chart should
be all the way to the right. (Fig. 47).

Figure 47

Connect the SHORT calibration
standard. The marker on the Smith
Chart should be all the way to the left
(Fig. 48).

Connect the 50 OHM calibration
standard. The marker should be at the
center of the Smith Chart (Fig 49).

STHET LEEf AEd fH=_ ST7F 36 HAA AEE JHz

Figure 49



RECALL THE CALIBRATION

When you save a calibration, it also saves all configuration settings, (frequency
range, the settings for each trace, channel, and whch measurement the trace shows,
e.g. LOGMAG or SWR), so you can easily recall the whole setup.

To open saved calibration and configuration settings, select RECALL from the
home menu (Fig. 50) and then select the previously saved calibration.

DISPLAY

MARKER RECALL 1

STIMULUS RECALL 2

CHL RECALL =

RECALL

RECALL Y

COHFIG

Figure 50

When powered on, the Nano VNA automatically loads the calibration saved in
position RECALL 0.



28

NanoVNA FIRMWARE UPGRADE

The capabilities of NanoVNA are largely determined by the installed firmware. When
you bought your NanoVAN, it probably came with old firmware. There are now many
newer firmware versions developed by independent developers with many
improvements and it is a good idea to upgrade the firmware.

o The firmware upgrade procedure described below applies to the Windows 7/10 and has
been tested on NanoVNA-H 2.8“ (classic model) and USB 2.0 port.

o Some users have reported problems when using the USB 3.0 port and have resolved
the issue using the USB 2.0 port.
No additional hardware is required to upgrade the firmware, only a USB cable, firmware

file for your NanoVNA model and two PC software components:

1. Virtual COM port - appropriate driver
2. DfuSe Demo - firmware upgrade software

VIRTUAL COM PORT DRIVER INSTALLATION

Communication between PC and NanoVNA takes place via a virtual COM port,
although we connect PC and NanoVNA with a USB cable. Virtual COM port is a
software driver that you can download from:

https://www.st.com/en/development-tools/stsw-stm32102.html

Get Software
Part Number 4 General Description Software Version Supplier Download
STSW-5TM32102 STM32 Virtual COM Port Driver 150 ST T Bt
-

Figure 51

When you click on "[CEliSoMWare" the site will ask your e-mail address to send you an
email with a download link. Click on the link inside the received e-mail to download zip
file to your computer. Save the file en.stsw-stm32102.zip in a separate folder and
unzip it. The unzipped file contains four drivers as in the Figure 52.



© HAM » MNanoVWNA_VCP_Driver

-

Marme

Eat

; en.stew-stm32102.zip

D readme.txt

STSW-5TM32102 - STM32 Virtual COM P...
VCP_V1.5.0 Setup W7 _x64 Bdbits.exe
VCP_V1.5.0 Setup_W7_x36_32bits.exe
YCP_V1.5.0_Setup_W38_x64_Bdbits.exe
YCP_V1.5.0_Setup_W8_x86_32bits.exe

D version.txt

o

Cate modified

7.1

~
L Seard

2020, 18:13
8.2.2018. 11:55
17.11.2020. 18:14

017, 20:40
2017, 20:25
7.2032
11:56

Figure 52

The drivers are for Windows 7 and Windows 8.

NanoVNA should not be connected to a PC yet!

To begin the installation, double-click the appropriate file, 32 or 64-bit.

Click Next ... (Fig. 53)

InstallShield Wizard

Welcome to the InstallShield Wizard fFor Yirtual

Comport Dnver

The InztallShigld® wizard will ingtall Yirtual Comport Diriver

on your computer. To continue, click Mest,

Cancel |

... again Next

Figure 53
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... accept default destination folder and click Next (Fig. 54)

InstallShield Wizard

Choosze Destination Location RS

Select folder where Setup will install files.
Setup will inztall Virtual Comport Driver in the following folder.

Toinstall ta this folder, click Mest. To install to a different folder, click Browse and select
anather falder.

D ezstination Faolder

< Back C

C:A S oftwarehWirtual comport driver®, Browse...

ancel |

Figure 54

Device Driver Installation Wizard

Completing the Device Driver
Installation Wizard

came with instructions, please read them first.

The drivers were successfully installed on this computer.

You can now connect your device to this computer. i your device

| Driver Mame Status

w' STMicroelectronics {ush... Readyto use

Cancel

Figure 55

Click Finish (Fig 55).




If the installation procedure asks you for program updates, select " No, skip this
step " and click Finish.

Now, connect the NanoVNA to a PC with a USB cable and turn it on.
On Windows 7, wait a moment for the driver installation to complete (Fig 56).

STMicroelectronics Virtual COM Port (COM4) &x]
sy Device driver software installed successfully.

Figure 56

While the NanoVNA is still connected to the PC, you can open the Device
Manager (Fig 57).

o Device Manager I}, — O *
File Action View Help
= = HE

[ Monitors A
I? Metwork adapters
v @ Ports (COM & LPT)
ﬁ Communications Port (COM1)
ﬁ ELTIMA Virtual Serial Port (COM3)
ﬁ ELTIMA Virtual Serial Port (COME)
ﬁ ELTIMA Virtual Serial Port (COMT)
ﬁ ELTIMA Virtual Serial Port (COME)

I zﬁ S5TMicroelectronics Virtual COM Port (COM4)
= Print queues

] Processors
B Software devices
i Sound, video and game controllers

& Storage controllers
i3 System devices
ﬁ Universal Serial Bus controllers

Figure 57

In the Ports (COM & LPT) section you should see STMicroelectronics Virtual COM
Port (COM4). (Your COM number may be different). The driver is installed correctly.

Disconnect the USB cable from the NanoVNA and the STMicroelectronics Virtual
COM Port (COM4) will disappear. Reconnect and the STMicroelectronics Virtual
COM Port (COM4) will reappear. This means that the virtual COM port is correctly
installed.
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DfuSe Demo INSTALLATION

DfuSe Demo DfuSe is firmware upgrade software via USB. Although it has a
DEMO in its name, it is fully functional software. First, download the DfuSe Demo from:

https://www.st.com/en/development-tools/stsw-stm32080.html

Get Software
Part Number 4 gupplier Download
STSW-STM32080 ST
Figure 58

As when you were downloading the virtual COM port driver, the site will ask your e-mail
address to send you an email with a download link. Click on the link inside the received
e-mail to download zip file to your computer. Save the file en.stsw-stm32080.zip
in a separate folder and unzip it. After unzipping, you get the files as in the Figure 59.

HAM » DfuSe DEMO

ek Mame

E DfuSe_Demo_V3.0.6_Setup.exe
D readme.txt
= SLADD4S. ixt
|:] version. bt

Figure 59

b

& = Sei

Drate modified

11.6.2018. 1:45
11.6.2013. 1:028
11.6.2018, 0:41
11.6.2013. 0:32

Double click on DfuSe_Demo_V3.0.6_Setup.exe



Click Next, again Next ... accept default destination folder and click Install (Fig. 60).

:ﬂ DfuSe w3.0.6 - InstallShield Wizard ot

Ready to Install the Program
The wizard is ready to begin installation.

If you want to review or change any of your installation settings, didk Badk. Click Cancel to
exit the wizard,

Current Settings:

Setup Type:
Typical

Destination Folder:
C:\Program Files (x88)\STMicroelectronics\Software

User Information:

Mame: Martin
Comparny:
InstallShisld
<Back ||
Figure 60
:ﬂ DfuSe w3.0.6 - InstallShield Wizard ot

InstallShield Wizard Completed

The InstallShield Wizard has successfully installed DfuSe
v3.0.6. Click Finish to exit the wizard.

[+] Launch the program

O

Figure 61

Finally click on Finish (Fig.61)...
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... and it will open DfuSe Demo (v3.0.6) (Fig. 62)

g Dfube Demo (v3.0.6) — ot
Awailable DFU Devices
| Application Mode: DFU Mode:
] s Yendor [D: I:I Yendor (D
Supportz Upload M anifestation tolerant
Supportz Download Accelerated Upload [ST]  Procuct 1D: I:I Procuct [D:
Can Detach ; ;
Werzion: Werzion:
Enter DFL mode/HID detack Leave DFL mode I:I I:I
Actions
Select Target(s]: : :
Targetld  Mame Awailable Sectors [Double Click for more]
Ilpload Action Idpgrade or Yerfy Action
File: File:
‘endar IO Targets in file:
: [
Chooze... Upload Procuct 1D
Tranzfered data size R
0 KB[0 Eytes) of O B[O Bytes
(0 Bytes] (0 Bytes] [ ]erify after download
[ ] Optimize Upgrade duration [Femave some FFz)
Operation duratian
00:00:00 Chooze... pgrade "erify
Sbork

Figure 62

Note that the software does not yet see NanoVNA (there is nothing under Available
DFU Devices). There are two reasons for this:

a) NanoVNA is not connected to a PC with a USB cable
b) If connected, NanoVNA is not in DFU mode

To upgrade the firmware, we need the appropriate DFU file, which we don't have yet.

For now, close DfuSe by clicking Quit.




THE FIRMWARE UPGRADE PROCEDURE

The capabilities of NanoVNA are largely determined by the installed firmware. Once you
got the confidence to navigate the menus, upgrade firmware. Please remember, the
touch screen calibration should be done after every firmware upgrade.

NOTE 1: | have used this process several times on my NanoVNA-H 2.8 (classic
model), hardware version 3.3, but | can NOT guarantee that it will work for YOU! There
are many different hardware versions and clones out there that may behave differently.
| apologize if it does not work for you. Please proceed at your own risk!

A NOTE 2: You can't hurt your NanoVNA by uploading incorrect firmware. It just won't
work. Simply repeat the process with the correct DFU file.

The firmware upgrade is three-step process:

1. Downloading the appropriate DFU file for your NanoVNA model
2. Putting NanoVNA in DFU mode
3. Flashing the firmware

Before searching for the firmware, it would be a good idea to check which version of
the firmware you already have in your model of the NanoVNA.

Open CONFIG menu, then VERSION. It will open the screen similar as on Figure 63.

HanolUHA

2016-2020 Copurisht Redy555

Licensed under GPL. Seet httess//eithub.c ech/HanoUHA
Versiont 8.8.0 . ’ g

Build Time! Jun™iQ 2020 - 28116102

Hernelt 4.0.0
Compilert GCC 8.2.1 200W§213 (release) [ecc-8-branch revision 26780

Architecture: ARMvE~-M C lariants Cortex=Me
Port Infol Preemption throlWEmI
Platformi STM32FAT2xE Entry 1 Medium Density devices

Installed version

Figure 63

Among other information, we see the firmware version:
Copyright @edy555

Version: 0.8.0

Build Time: Jun 19 2020
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How to Find a DFU File for Your NanoVNA ?

Gyula, HA3HZ, maintains a list and informations of different firmware versions on his
website http://ha3hz.hu/hu/home/top-nav/12-seged-berendezesek/15-nanovna

There are different firmware file formats. Make your life easier and look for DFU
file formats only.

Scroll the web page a bit down to the Firmware sources section:

Firmware sources: last update

NanoVNA_edy555_ 20200620

NanoVNA-H hugen 20200118

NanoVNA-H4 hugen_ 20200221

NanoVNA_DiSlord 20200929 [SD Card on -H4 and early nanoWVMNA]
NanoVNA-F_20200821

SAA-2_FW_20201013

Figure 64

Clicking on the link opens a PDF file with firmware information. When you find which
firmware you want and whether it fits your NanoVNA model, download the file from
GitHub or from file section of nanovna-users group. All you need is just one DFU file.

Links to some active firmware developers (December 2020):

edy555 is the originator of the NanoVNA
https://qithub.com/ttrftech/NanoVNA/releases

Hugen who created the 2.8" NanoVNA-H version
https://qithub.com/hugen79/NanoVNA-H/releases

DiSlord fixed many bugs and added additional functions. His latest version of
NanoVNA-H and NanoVNA-H4 firmware, in a rar file, can be downloaded from the
nanovna-users group.
https://groups.io/g/nanovna-users/files/Dislord%27s%20Nanovna%20-H%20Firmware

OneOfEleven is developer of NanoVNA-App software for MS Windows. Her firmware
version for NanoVNA-H is even part of the NanVNA-App software for MS Windows.
https://github.com/OneOfEleven/NanoVNA-H/tree/master/Release




PUTTING NanoVNA IN DFU MODE

The upgrade process requires NanoVNA to be in DFU mode (Device Firmware
Upgrade mode). Depending on the NanoVNA model, there are several ways to enter
DFU mode.

ENTERING DFU MODE FROM THE MENU

On classic NanoVNA and NanoVNA-H by Hugen and clones, enter DFU mode
from the menu by selecting CONFIG then DFU and RESET AND ENTER DFU.

Here is an example of NanoVNA-H 2.8" entering DFU mode (Fig. 65).

4,
Gl DISFLAY

TS REcET Anp

g Touck AL EHTEF DFU

MARKER TOUCH TEST

+CAHCEL

STIMULLS SAVE

UERSION
RECALL y

COHFIG

STOF SAA.ARE

Figure 65

DFL Device Firmware lUpdate Mode
To exit DFU mode, please reset device sourself.

Figure 66 — NanoVNA-H in DFU mode
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In DFU mode (Fig. 66), NanoVNA-H 2.8“ may display the information:
DFU: Device Firmware Update Mode

To exit DFU mode please reset device yourself.

Other models show nothing but a blank screen. Depending on the NanoVNA
model, the screen may remain dark or white in DFU mode.

ENTERING DFU MODE BY PRESSING MULTISWITCH

On some models you can get into DFU mode by:

a) turn the unit off,
b) hold the multifunction switch in and turn the unit on,
c) release the multifunction switch.

The screen will turn blank (black or white, depending on the model, e.g. black on
NanoVNA-H4) and it will stay so. It is indication that the NanoVNA is in DFU mode.



ENTERING DFU MODE WHEN NOTHING ELSE WORKS

When the normal DFU entry method mode does not work for any reason, e.g.,
you upgraded the wrong firmware and NanoVNA froze, there is no reason to panic.

To get back into DFU mode, all
you have to do is boot the
NanoVNA whilst you have the
two VDD and BOOTO points on
the printed circuit bord shorted

Short-circuit together (Fig. 68).

VDD and BOOTO

First, switch off the NanoVNA
and open the case. With a piece
of wire temporarily connect VDD
to BOOTO (Fig. 67). Switch on
the nanoVNA. LCD turns blank
(black or white). That is normal.

Remove the connection wire
from VDD and BOOTO. While
the NanoVNA is in DFU mode
(wire removed !) connect it to the
computer with the USB cable
and redo your firmware upload
as per normal.

Figure 67
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VERIFY PC CONNECTION IN DFU MODE

It is not necessary, but we can check the NanoVNA connection to the PC in DFU
mode. When the NanoVNA is connected with the USB cable to the PC and its screen is
blank, open the Device Manager. You should see STM Device in DFU Mode in Device
Manager - Universal Serial Bus controllers section (Fig 68).

o Device Manager — O et
File  Action View Help

as T HE

L Network adapters A
v @ Ports (COM & LPT)
Communications Port (COM1)
ELTIMA Virtual Serial Port (COM3)
ELTIMA Virtual Serial Port (COME)
ELTIMA Virtual Serial Port (COMT)
ELTIMA Virtual Serial Port (COME)
ELTIMA Virtual Serial Port (COMS)
™ Print queues
1 Proceszors
B Software devices
I Sound, video and game controllers

El

= < 0 0 S

&y Storage controllers
I_] Systern devices
W ' Universal Serial Bus controllers
i Etron USBE 3.0 eXtenszible Host Controller - 1.0 (Micr
i Generic USE Hub
i Generic USE Hub
' Intel{Flj ] SerlestEﬂD Serles Chipset Family USBE Enk
aipset Family USE Enk

Figure 68

Note that there is no longer STMicroelectronics Virtual COM Port under Ports
(COM & LPT). This is normal because NanoVNA cannot be connected to two
connections at the same time.



FLASHING THE FIRMWARE

The firmware upgrade process is flashing the appropriate firmware file to the
NanoVNA processor memory. No additional hardware needed, just USB cable.

While the NanoVNA is in DFU mode connect it to the computer with the
USB cable.

Then, open the DfuSeDemo software. The software should recognize the
NanoVNA in DFU mode (Fig. 69).

< DfuSe Demo (v3.0.6) — >

Axailable DFU Devices
|STM Device in DFUI Made N v| Application kode: DFL Mode;

> Loy’ Wendor 1D Wendor D | 0483
Supportz %j\icj‘ b anifestation tolerant |——
Supports Du:uwn\‘rd:"*x.“_ Accelerated Upload [ST)  Procuct [D: Procuct 1D; | DF11
Can Detach N e, e e— .
R Yersion: Yersion: | 2200
Enter DFL} mode/HID -'_l-e!-;?:‘x\ H‘HL“E\,ave DFU mode ‘—I ‘—I
Actions = . H
T
selee Tamelish Target Id Name\\\ i Available Sectors [Double Click, for more]
00 Intemal Flask i o B4 sectors...
|:|'| |:|pt||:|r| _E_!n'let ficie o SN [T . —

DfuSe Demo recognize |
_ NanoVNA in DFU Mode |

S,

|tpload Action Ll_pgrade or Yerify Action
File: File:

Wendaor 1D: : Targets in file:
SR Upigad Procuct |D: li _

Transfermed data size Merine: |

HESIE et HLER gtee) [ ]*erify after download

[ ] Optimize Upgrade duration [Femove some FFz)

Operation duration
00: 00:00 Choose... Upgrade "erify

Abart Cluit

Figure 69
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Next step is to open DFU file for your model of the NanoVNA.

Upload Action Upgrade or Veriy Actip

oy o CLICK HERE )
Vendor ID- TOOPEN |—
Choose... e Procuct ID: . DFUFILE )
Transferred data size Versior: J
F
0 KB(0 Bytes) of 0 KB(D Bytes) [ ey after do”_aad
[] Optimize LY fade duration [Remove some FFs)
Dpesation duration
00:00:00 Choose... Hpgrads =
A =
Figure 70

We have two Choose... buttons to select the DFU file. Click the one in the
"Upgrade or Confirm Action" section as shown in Figure 70.

Find your DFU file and click Open (Fig. 71)

]

Mame Date modified ype
i Cuick access _
| ] ManoWNA H v1.0.45.dfu 15.12.2020. 20:02 DFL Filg
I Desktop +
& Downloads
|‘:_f] Documents o
[E=| Pictures o+
Install_Win10
J'! Music
B Videos
s Onelrive
E This PC
= WSB Drive (G
R N e < =
File name: | ManoVMNA H v1.0.45.dfu ~ | | Dfu Files (*.dfu) w
Open i Cancel

Figure 71



(Fig. 72).
Now, click Upgrade (Fig. 72).

Operation duration R

File correctly loaded. I

Ahart

Werify

Huit

Notice the message at the bottom of the DfuSe software:: [File correctly loaded

Figure 72

Click Yes to continue (Fig. 73).

Dfuselemo

Your device was plugged in DFU mode.

S50 itis impossible to make sure this file is correct for this
device,

Continue however 7

Mo
Figure 73
Upgrading has started (Fig 74).
Transferned data size
I KB[3525 Bytes] of BE KB([S8140 ]
Bytes) [ ]Werify after dowrload
] Optimize Upgrade duration [Femove some FFz)
Operation duratian
00:00:03 Chooze... |lpgrade "Werify
. Target 00: Upgrading - Download Phase [4%]...
Ahbort Huit

Figure 74
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When you see the message: Upgrades successful you may click Quit to close
DfuSe Demo (Fig. 75).

Operation duration

00:00:10 Chooze... "Werify

Target 00: Upgrade successful ! ‘

Figure 75

Restart your NanoVNA - turn it off and on.

chances are it will not work well. So the first thing to do is calibrate the touch

You have a "brand new" NanoVNA now. As the touch screen is not calibrated,
A screen. Don't forget to save the touch screen calibration.

And finally, you can check your new firmware version. From NanoVNA menu,
open CONFIG, then VERSION. You have new version successfully installed (Fig. 76).

NanolHA

2019-2020 Copyrisht eDiSlord (based on CedySSS sourced
Licensed under GPL. Seet httesti//eithub.com/DiSlord/HanoVHA-D
Versiont 1.8,45 Cet101, IF212ks ADCE 192k, Lcds320m248)

Build Timet Dec ™15 2026 - 20100143

Hernalt 4,0,
Compilert GCC 9.2.1 2019 trelease) [ARM/arm=9<branch revision

Architecturet ARMvE=M Core Kt Cortex-Me
Port Info! Preemption throush HM
Platform! STH32F8724B Entry Level Density devices

Time! 2000/01/01 062 19186 <LSDD
Batts W.1M7Y

Figure 76

Remember, after the firmware update, all calibrations, including touch screen
A calibration, must be done again. When powered on, the Nano VNA automatically loads
the calibration saved in position CO.

If you prefer videos to written text, check out Alan Wolke, W2AEW, excellent YouTube
video # 320: How to update the NanoVNA-H4 firmware using Windows 10 and DFU file
https://www.youtube.com/watch?v=NcXzITPPTyA
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FIRMWARE UPGRADE USING NanoVNA-App for Windows
by OneOfEleven

NanoVNA-App by OneOfEleven is NanoVNA software for Windows that is very
actively developed so we often have a new version. Download the latest version from:

https://qithub.com/OneOfEleven/NanoVNA-H/tree/master/Release/

Download the NanoVNA-App. rar file and unrar it to a separate folder. The
program does not need to be installed. Double-clicking on the NanoVNA-App . exe file
run the software. You can also make a shortcut and copy it to your desktop.

It works on my NanoVNA-H 2.8" and Windows 7 64-bit/WWindows 10 v1909 64-bit, but |
can NOT guarantee that it will work for YOU! Please proceed at your own risk!

To upgrade the firmware, first put NanoVNA in DFU mode, connect it to your
computer with a USB cable, and then run the NanoVNA-App software (Fig. 77).

21 NanoVNA-App v1.1.206 by Omzofﬂevm cal: VA L
I - o0 - | @ aa) ® (50 < [ e | @ | I | [reawrEGdens®n - | oss
Disconnected i | 0 | cal E.\-'NA = Freg bands | | LC matching | 8 |Graph title Info | !
[ ma| ™ Freq VSHR 511  S11 mem-@ Freq Log Mag dB 521 521 mem-@
Start(MHz) | 0,05 ; ;
= Lo 8 | Eo RERELEREH 1 : ef--
Stop (MHz) | 500 | |
L 31 bt
Center (MHz) | 450,025 sl
= 21 oo
Span (MHz) | 899,95 | .
CW | cwnz) | 145 i i | _aa il
Number of points 101 5= 7H
== = = 5 -68
Point REW (Hz) |1000 - 0
e-delay (ps) 0 1,8 |} -BB
- 1,3 |
S21offset(dB) | O 1,05 | :
1 1l -188 !
Time averaging  oft 2884 a88M seeM gean 208M a88M seeH gean
Trace smoothing  off [——
Freq Admittance S11 1pguctive Freq smith 511 Tnductive
Median fiter off | [—
TDR window 6 e —
Qutput power auwto | ————
| SetMorm || EnableNorm
| Live | mil m2 | m3 m4 I \
| Form || Grar-'h || 'O Graph | \ 258 188 58 25 18 [:] short 18 25 58 188 258 | open
| Eswe || Hse || Hov |
Frequency markers —
( [ ] I
Capacitive Capacitive
| I | I
Win-16 (vie.e@) hr-HR *," | Points/sec | Battery | Threshold (Hz) | Point RBW (Hz) | Device
pet 18 pro 2828 16:16:35 | Points | Seg 1 1 | Hist @ / 256 | scans @ | Step 8,9995 MHz |
Figure 77
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Click Upload VNA firmware button (Fig. 78).

I - 0 - | B aa] ® [0 < |

- -0

Upload VNA Firmware

B LS

button EN ) LT PPN feneranannees frodrannenenas TEEPPPPPEEELE Baeeees

] o B e L S G
Figure 78

Now, click "open folder" button to open your DFU file (Fig. 79)

B NN Tt Fort fO002 Hub #0010 vid _0483%pid_di T #eetredft chbf10-653 501 F-00c04fb 551 ed)

Upload Fimware | &fl; . 1011 HLSI | DiSlord H v1.0.39 | DiSlord H4 ¥1.0.39 | | Leave DFU |
Save Flash | E m ] | Clear ]
Mg :

desc 2:5TM32 BOOTLOADER
desc 3:FFFFFFFEFFFF

desc 4:@Internal Flash [/ex8Eeceses/ecd
desc 5:@0ption Bytes /exlFFFFEee/e1*gle e

Flash addr: exesesesse
Flash size: 131872

DFU device opened.

DFU device closed.

Find your DFU file I

Figure 79
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Select the DFU file and click Open (Fig. 80).

Lookin: | | Dislord_fimware =

i Mame Date modified
: T NanoVNA H vi0.45.dfu 15.12.3030, 20:02

Quick access

|NanoVNA H v1.0.45 dfu b  Open
Alfles ~ | cancel

4 f}

Figure 80

The firmware upload has started. Wait a moment and when you see the message
"The VNA now needs to be power cycled' the upgrade is over (Fig. 81).

DFU Device |F'Drt_1¢DD|32.HuI:_|:1¢DDD4 'x'x?'xusbﬂvid_ﬂdBE&piu:_l__u_:lf111¢fffffffeffff1¢{a5dcl:uf1 0-6530-11d2-901f-00c04fb951 ed} -

Upload Firware [ & | | 1-of11HLSI | DiSlordH v1.0.39 | DiSlord H4 v1.0.39 | | Leave DFU |
Save Flash | E — | | Clear J
erasing old firmware .. a

done

You have successfully
upgraded the firmware

writing new firmware ..
done

DFU device closed.

The WNA now needs to be power cycled (turned off then on again). l

Figure 81
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A Remember, after the firmware update, all calibrations must be done again.

Restart the NanoVNA and check your new firmware version. Connect NanoVNA
to your PC and in NanoVNA-App click on Settings button (Fig. 82).

|com4 v (115200 v | 4 | . a| =
| Connected | | o @ WNA

Figure 82

All the firmware information are in the uper right corner of the new window (Fig. 83).

| & |
= Firmware
" | Board: NanoVHA n
2819-2828 Copyright @DiSlord (based aon @edy555 saurce)
Licensed under GPL. See: https://github.com/Dislord/NanoVNA-D I

Version: 1.8.45 [p:181, IF:12k, ADC:192k, Lcd:328x248]
Build Time: Dec 15 2828 - 28:88:43

Kernel: 4.8.8 =
Compiler: GCC 9.2.1 28191825 (release) [ARM/arm-9-branch revision 2775997 ﬂ

Frequency Bands

o show [ || | Default |

Lows MHz | High MHz |

Figure 83

You now have the latest firmware installed.




An Example Of The SWR Measurement

We will measure SWR of 80m antenna in the freqeunecy range from 3 to 4.3
MHz and use NanoVNA instead of our transmitter. The antenna is ,one port device“, so
we will use CHO only. NanoVNA generates (transmits) a signal from CHO (Port 1). The
measured SWR will be displayed as a trace on the NanoVNA screen.

To connect the PL259 to the SMA connector on NanoVNA we need a suitable
adapter. Do not connect the RG-213 directly to the NanoVNA. Use the 30 cm RG174
cable provided with the NanoVNA to relieve the mechanical stress on the SMA
connector (Fig 84).

Figure 84

Before measurement we have to configure:

- which traces we want to display
- trace channel

- trace format

- scale

- reference position

- sweep frequency

- calibrate the NanoVNA
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Step 1: TRACE SELECTION

. FCHE LOGMAG 16dES -8.81dE L 27080

TRACE B

In this example we will use only one

THACE 1 trace, TRACE 0

TRACE 2

Open the menu DISPLAY | TRACE and
UGETEE 8 deselect all traces except TRACE 0 (Fig.
85). Notice how the yellow triangle
activates the yellow TRACE 0.

Finally, tap BACK to return to the
previous menu.

Figure 85

Step 2: CHANNEL SELECTION
CHe
REFLECT
£H1
THROUGH

We measure SWR, so we use channel
CHO.

Tap on CHANNEL | CHO REFLECT
(Fig. 86)

Figure 86

Step 3: TRACE FORMAT SELE

0

CTION

i L.HHS I Z.HHH H

LOGMAG

Trace format is what we measure, so we
choose SWR.

Open the menu DISPLAY | FORMAT |
SWR (Fig. 87).

AEKLER:EENE

Figure 87



Step 4: SCALE SELECTION

SCALE defines the number of units of measurement per horizontal line, for each trace
separately. For SWR we will set it to 1.

1: 50,000 EEASERNN

Open DISPLAY | SCALE | SCALE/DIV

ELECTRICAL
DELRAY

This will open the keypad screen as in
Figure 88. Tap a number 1. Finally tap
on x1 to set the scale and close the
keypad screen.

ECALE 1

Figure 88

Step 5: REFERENCE POSITION SELECTION

Open DISPLAY | SCALE | REFERENCE POSITION

1: SA.68684

EZCALE-DIV

rerepence | his will open the keypad screen similar

to SCALE keypad screen (Fig. 89). For
tecar o™ the reference position, select the second
bottom line. Enter number 1 and tap on
x1. This is the line where the SWRis 1 :
1. In Figure 93, notice that the yellow
triangle, the one without the number on
it, is on the second line from the bottom.

REFPOZ

Figure 89



Step 6: STIMULUS FREQUENCY SELECTION

To set the frequency range, the simplest method is to set the START and STOP
frequencies. Care should be taken not to select an excessive frequency range.
Remember, NanoVNA generates a signal in 101 discrete frequency steps. The
frequency range from 3 to 4.3 MHz is 1300 kHz wide. This means that NanoVNA will
generate signals in steps of 1300/101 = 12.87 kHz which is satisfactory for this SWR
measurement.

From home menu open STIMULUS | START (Fig. 90).

CENTER

On the keypad screen enter 3 then tap
SPAN on M (for MHz) in the keypad unit
column.

CH FREQ

ETHRT 3

Figure 90

Now, open STIMULUS | STOP (Fig. 91)andenter4 .3 M

CENTER

ZPAN

CH FREQ

Figure 91

Selected sweep frequency are displayed as START and STOP frequencies at the
bottom of the screen.



Step 7: CALIBRATION

For reflection measurement on CHO, SOL calibration is sufficient. SOL = Short;
Open; Load. This means that we only have to do the first three calibration steps as
described in the Calibration section. When calibrate, after the LOAD tap on DONE and
store the callibration settings to memory location e.g. SAVE 2.

Remember to verify the calibration on the Smith Chart (see the section VERIFY
THE CALIBRATION).

Step 8: CONNECT DUT (Device Under Test)

Connect your antenna using SMA to SO239 adapter (Fig 84 and 92).
The rest is NanoVNA's job.

Figure 92

| SWR | FREQUENCY

e . e
& | CHE sWIR L.eaf Hevde | MP1s 3080 AAE FMHz [§

Now, we have yellow trace on the
screen. It is a graph of SWR versus
frequency. Notice the yellow marker,
the yellow triangle with number 1. The
position of the marker on the trace
reveals the frequency and the SWR at
that frequency. In Figure 93, the cursor
is at 3 MHz and the SWR at that
frequency is 1: 4.67.

Figure 93
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The best SWR is where the graph is
closest to the reference line (Fig 94).
The marker can be moved by sliding
multifunction switch or by dragging with
the stylus.

Figure 94

Although we only have one trace on the screen notice the yellow triangle at the
top of the screen, in front of CHO. This is the label of the active trace.

Move the marker of the active trace by sliding the multifunction switch to the right,
on the location closest to the reference line (Fig 94). The best SWR is 1.18 at the
frequency of 3.611 MHz. We see the frequency in the upper right corner of the screen
as M1: 3.611 000 MHz. M1: indicates marker number 1 and 3.637 000 MHz is
frequency of marker 1.



Matching The Antenna Coupler

Just for the demonstration, (and for a fun of it), instead of our TX, we will use
NanoVNA to "tune the antenna tuner". Antenna coupler ("antenna tuner") acts as a
transformer to transform the impedance on the coaxial cable side to the impedance (50
ohm) on the transmitter side.

mah é 0y %
CH1
= ANTENNA TUNER
Figure 95

We will try to match the 160 m antenna to 80 m band, to around 3,650 kHz. The
antenna is connected to the OUTPUT of the tuner. CHO of the NanoVNA is connected
to the tuner's INPUT (Fig. 95).

As always, before each measurement, we have to configure certain parameters
in the NanoVNA. The procedure is very similar to that for SWR measurement:

TRACE - select TRACE 0 and TRACE 1

CHANNEL - select CHO REFLECT for both traces

FORMAT - for TRACE 0 select SWR, for TRACE 1 select SMITH

SCALE - select 1 for SWR and SMITH

REFERENCE POSITION — select 1 for SWR

STIMULUS - select START and STOP frequency (3500 and 3800 kHz respectively)

CALIBRATE - calibrate OPEN, SHORT, LOAD and save to a memory location (e.g.
SAVE 3). Since we are only doing reflection measurement on CHO we only
have to do an OPEN, SHORT and LOAD.

VERIFY THE CALIBRATION

Now connect the antenna to the output and the NanoVNA to the input of your
antenna tuner.
Tweak the controls of your tuner so that you can see the yellow SWR curve and

the blue curve on the Smith Chart as on Figure 96. Before proceeding, move the M1
marker to the desired frequency, e.g. on 3650 kHz.
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The blue trace on the Smith Chart is plot
of the impedances of the antenna over
the selected frequency range. The
controls of antenna tuner twist and roll
the trace on the Smith Chart. Our goal is
to move the blue trace to cut the
horizontal line of the Smith Chart and
center the marker M1 right in the center
of the Smith Chart (Fig. 97 and 98).

CHE =11 H
25

LHETHLITH 5o
k1L

Slowly tune the controls of your tuner to
move the blue M1 marker to the center.
The yellow SWR trace moves to the
bottom (it's refference line) at a same
time. The best match should look as in
the Figure 98.

= ofA AAA FH=

Figure 98



Filter Measurement

Figure 99

To measure the filter, we use CHO as the source and CH1 as the receiver (Fig.
99). NanoVNA sends signals in the selected frequency range from CHO to the filter
input. On CH1 NanoVNA measures the signals that have passed through the filter and
displays the result as a trace on the screen. This trace is the ratio of the magnitude of
the signal sent from CHO to the signal passed through the filter, in decibels (Fig. 100,
101 and 102).

[AET L FfE fiff f{H

Figure 101



Figure 102

In this example, we measure the attenuation of a high-pass filter in the frequency
range from 1 MHz to 900 MHz, in decibels. Since we are measuring attenuation, we will
select a horizontal line at the top of the screen for the reference position, and scale of
10 dB per division.

Let's set the measurement parameters:

TRACE - select TRACE 0

CHANNEL - select CH1 THROUGH

FORMAT -LOGMAG

SCALE - select 10

REFERENCE POSITION — select 7

STIMULUS - select START and STOP frequency (1 MHz and 900 MHz respectively)

CALIBRATE - We need to do a full calibration as described in the CALIBRATION
section (OPEN, SHORT, LOAD, ISOLN, THRU). Calibration must be done
at the ends of the connecting cables, not on the NanoVNA.

SAVE AND VERIFY THE CALIBRATION

Now connect the filter input to CHO and the output to CH1. We got a trace as in
Figures 100, 101 and 102. Move the marker along the trace to read the attenuation at
the selected frequency. In Figure 100, the marker is at a frequency of 9.99 MHz and the
attenuation of the filter is -54.20 dB. Figure 101 = 108.0 MHz and -31.65 dB. Figure 102
= 549.39 MHz and -0.54 dB.



SOFTWARE FOR PC AND SMARTPHONES

There are some advantages of PC software over the small NanoVNA screen.
The computer screen is much easier to read than the NanoVNA display, you can see
many parameters at once and easily save the images. Different software offers different
options, and some software only works with certain firmwares.

We connect NanoVNA to the PC with a USB cable. Everything else is on the
software.

For more information regarding software for personal computers and
smartphones visit Wiki page of nanovna-users group:

https://groups.io/g/nanovna-users/wiki#Software

Here are just a few examples of available free software.

=0ix

233
19,6478
+ 0,009

177520

92,5188

™ Enabie Delta Marker X
parale
Show data Locked

TOR
Estented cable length: 17187m

Time Domain Reflectometry ...

it
10855308
0.000

0.000

Reference sneep i, L

_ storetmmkoa ||| eedc e
I e

Serial port control

Figure 103 — NanoVNASaver by Rune B. Broberg, 5Q5R
https://github.com/NanoVNA-Saver/nanovna-saver
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Figure 104 - NanoVNA-App by OneOfEleven
https://github.com/OneOfEleven/NanoVNA-H/
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Figure 105 - Android NanoVNA-App by CHO45
https://play.google.com/store/apps/details?id=net.lowreal.nanovnawebapp
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SUMMARY

Can NanoVNA be compared to professional devices that cost several hundred
times more? Let's be serious, it can't! Does NanoVNA have any value for the average
radio amateur? Definitely YES! For those without electronic and radio engineering
background, but willing to learn, there is a great reward waiting just around the corner.

It is the satisfaction of understanding how something works in the world of radio
technology that the money can't buy. NanoVNA can greatly help you in claiming the
reward.

In these three examples, we just scratched the surface. NanoVNA can do much
more. Figuring out everything the NanoVNA can do could take months, even years. But
with NanoVNA, learning is a lot easier and more fun.

For further assistance see the nanovna-users group Wiki page:

https://groups.io/g/nanovna-users/wiki

There are plenty YouTube videos about NanoVNA but by far the best are by Alan
Wolke W2AEW:

http://www.youtube.com/w2aew

Look for his NanoVNA videos from #312 to #320

https://www.youtube.com/playlist?list=PL4ZSD4omd AyIEyNCQYR3RcEbOolukPEJ

All of Alan's videos are outstanding and highly recommended.



